New Zealand Society of Animal Production online archive

This paper is from the New Zealand Society for Animal Production online archive. NZSAP holds a regular annual conference in June or July each year for the presentation of technical and applied topics in animal production. NZSAP plays an important role as a forum fostering research in all areas of animal production including production systems, nutrition, meat science, animal welfare, wool science, animal breeding and genetics.

An invitation is extended to all those involved in the field of animal production to apply for membership of the New Zealand Society of Animal Production at our website www.nzsap.org.nz

The New Zealand Society of Animal Production in publishing the conference proceedings is engaged in disseminating information, not rendering professional advice or services. The views expressed herein do not necessarily represent the views of the New Zealand Society of Animal Production and the New Zealand Society of Animal Production expressly disclaims any form of liability with respect to anything done or omitted to be done in reliance upon the contents of these proceedings.

This work is licensed under a Creative Commons Attribution-NonCommercial-NoDerivatives 4.0 International License.

You are free to:

  Share — copy and redistribute the material in any medium or format

Under the following terms:

  Attribution — You must give appropriate credit, provide a link to the license, and indicate if changes were made. You may do so in any reasonable manner, but not in any way that suggests the licensor endorses you or your use.
  NonCommercial — You may not use the material for commercial purposes.
  NoDerivatives — If you remix, transform, or build upon the material, you may not distribute the modified material.

http://creativecommons.org/licenses/by-nc-nd/4.0/
Application of dual-energy x-ray absorptiometry for ovine carcass evaluation

R.D. CLARKE, A.H. KIRTON, C.M. BARTLE AND P.M. DOBBIE

MIRINZ Food Technology & Research Limited, P.O. Box 617, Hamilton, New Zealand.
1 AgResearch, Ruakura Agricultural Research Centre, Private Bag 3123, Hamilton, New Zealand.
2 Institute of Geological & Nuclear Sciences Limited, PO Box 31-312, Lower Hutt, New Zealand.

ABSTRACT

Twenty-four frozen ovine sides were scanned in a medical dual-energy x-ray absorptiometry (DXA) scanner, producing measures of fat, lean and bone mineral content for each side. These sides were then partially dissected into muscle, fat and bone and the whole sides chemically analysed. DXA measurements correlated well with chemical analysis for % fat ($r^2 = 0.92$, rsd = 1.2%), fat mass ($r^2 = 0.97$, rsd = 163 g) and chemical lean (protein and water, $r^2 = 0.98$, rsd = 232 g). DXA estimates of lean, fat and weight for the leg region of each side were correlated with dissected lean ($r^2 = 0.96$, rsd = 115 g), fat ($r^2 = 0.93$, rsd = 66 g) and scale weight ($r^2 = 0.99$, rsd = 92 g). DXA estimates of side and leg mass mirrored scale measurement to within measurement accuracy (~ 100 g). These results indicate that DXA may be used as a reliable method for measuring carcass composition and distribution.

Keywords: Dual energy x-ray absorptiometry; DXA; carcass composition; ovine.

INTRODUCTION

Traditionally, measurement of backfat depth, coupled with subjective assessment of eye muscle area, have been used an indication of the composition of the entire animal or carcass. Recent research has focused on a variety of technologies designed to obtain more detailed information from ‘inside’ the animal or carcass. A variety of techniques have been used, including ultrasound (Binnie et al., 1997), computed tomography (Young et al., 1996), electrical conductivity, NIR, X-ray and video imaging (Topel and Kauffman, 1988).

Dual-energy x-ray absorptiometry (DXA) evolved from a similar technique, dual-energy photon absorptiometry (DPA), and was originally developed to measure bone density in humans. More recently it has been used to measure body composition (Lukaski, 1993). Such composition measurements are based on differential attenuation of low- and high-energy x-rays (by bone, fat and other soft tissues).

This differential attenuation enables the mineralisation of bone to be determined independent of any surrounding soft tissue. The fat and lean content can also be determined from this differential attenuation at each measurement location (pixel) of a total body scan that does not overlie bone and is reported to be independent of tissue thickness (Mazess et al., 1990). These features, combined with DXA’s low radiation levels (0.01-0.10 mSv per scan), and its ability to detect the differential attenuation of the radiation by bone, fat and lean tissue, make DXA an attractive method of choice for measuring human body composition.

More recently, DXA scanners have been used to assess the composition of live pigs, pig carcasses, beef cuts (Mitchell et al., 1996, 1997) and whether lambs (Rozeboom et al., 1998). This study was conducted to investigate the potential of DXA for estimating ovine carcass composition. Results were compared with those obtained by dissection and chemical analysis. DXA information and dissection results were also obtained for the leg region of each ovine carcass.

MATERIALS AND METHODS

Animals and carcass composition

Animals used in this study were part of a larger trial. Animal breeds, slaughter and carcass analysis, are described by Kirton et al., (1997). Water was determined by oven drying, ether-extract (fat) by soxhlet extraction and ash by subjecting the remaining dried material to ashing in a muffle furnace. Protein was determined by difference as the dried, fat-free, ash-free residue.

DXA measurements

DXA measurements were taken on the frozen ovine sides with a Hologic QDR 4500A X-ray Bone Densitometer (Hologic, Inc., Waltham, Massachusetts, USA), installed in 1996 at Wakefield Hospital, Wellington. A full-body scan was performed on each ovine side. In addition to the whole-body DXA information, the leg region was analysed by using the DXA scanner software to position a line immediately forward of the pelvic bone on the DXA image as shown in Figure 1.

DXA results have been correlated with chemical analysis/dissection results, and prediction equations for the DXA measurements generated from chemical analysis/dissection results using linear regression. The residual standard deviation (rsd) was then calculated as a measure of prediction accuracy.
RESULTS AND DISCUSSION

Whole side measurements

Relationships with fat content

The relationship between the DXA measurements for percent fat and those produced by chemical analysis was linear for whole ovine sides (Figure 2). DXA consistently underestimated fat mass, with the mean percentage fat differing by 19%. This is consistent with findings reported in the literature (Jebb, 1995; Lukaski, 1993; Mitchell et al., 1996, 1997). While some of these studies have indicated that more fat was measured at extremes of depth than at intermediate depths, no evidence of this trend was observed. This effect may have been minimised by ensuring that each side was laid cut side down on the scanner bed, as well as the relatively minimal variation in carcass thickness observed within the sides scanned.

The weight of total side fat measured by DXA was highly correlated ($r^2 = 0.97$) with that measured by chemical analysis. The high correlation for this linear relationship indicates that DXA should provide an accurate measure of total body fat for ovine carcasses (Figure 3).

Measurement of mass

Summation of the DXA measurements of total fat, lean body mass and bone mineral content yields a figure that should be equivalent to total body mass. Not only were DXA measurements highly correlated with the corresponding scale measurements for whole sides (Figure 4), but also the mean values for the two methods differed by only 2%.
water content. This relationship was highly correlated, (Figure 5), with a residual standard deviation (rsd) of 232 g, and mean values differing by only 8%. While it would be more meaningful to relate DXA lean mass to muscle mass, the strong correlation between DXA lean mass and chemical lean indicates the two are closely related.

Figure 5: Relationship between DXA measurement of lean tissue mass and chemical lean (protein and water) mass as measured by chemical analysis for 24 ovine sides. The solid line represents the regression line and the dashed line the 95% prediction limits.

Leg Measurements
Configuring the DXA scanner to produce measurements for the leg region for each ovine side allowed leg fat, lean and mass to be correlated with leg dissection results. These correlations mimicked those for the whole side (Table 1).

**Table 1:** Relationship between DXA measurements and dissection results of ovine legs.

<table>
<thead>
<tr>
<th></th>
<th>rsd</th>
<th>DXA prediction equation Mean</th>
</tr>
</thead>
<tbody>
<tr>
<td>% fat</td>
<td>1.6</td>
<td>0.92 * DXA leg fat % - 2.25</td>
</tr>
<tr>
<td>% lean</td>
<td>1.4</td>
<td>1.04 * DXA lean mass % + 4.53</td>
</tr>
<tr>
<td>Mass</td>
<td>2.0</td>
<td>1.02 * DXA leg mass – 63.14</td>
</tr>
<tr>
<td>Lean</td>
<td>0.9</td>
<td>1.21 * DXA leg lean + 55.45</td>
</tr>
<tr>
<td>Fat</td>
<td>0.9</td>
<td>0.87 * DXA leg fat – 49.16</td>
</tr>
</tbody>
</table>

**GENERAL DISCUSSION**

Medical DXA instruments of the type used in this study have been calibrated against phantoms of known fat content and which are representative of soft tissue distribution commonly seen in human subjects. Currently the computation of soft tissue composition by these instruments is optimised for human subjects and can probably be modified to more closely reflect the attributes of specific animal species, for which true body composition can be determined by chemical analysis.

In spite of this, comparison with chemical analysis indicates that DXA scans of ovine sides can be used to accurately measure the percentage and total amount of fat in the carcass. In addition, DXA values for lean body mass correlate very well with chemical lean. With proper calibration, DXA may also offer a potential measurement of muscle mass.

Comparison of localised DXA measurements in the leg region with dissection results also indicates that DXA can be used to accurately determine percentage and total amount of fat, lean and mass within primal cuts. Regional analysis of DXA scans may provide important composition information for valuable wholesale cuts, allowing more detailed evaluation of carcasses prior to carcass breakdown, and a more detailed evaluation of carcass and cut yield and market value.

**ACKNOWLEDGEMENTS**

The authors would like to thank the staff at Wakefield Hospital, Wellington, for their cooperation and assistance with the DXA scanning.

**REFERENCES**


